[Measurement of the radiation characteristics of roentgen diagnostic equipment].
Dosimetry systems for evaluating radiation parameters over the X-ray diagnostic range and for documenting patient exposure doses are analyzed. In the general case the hardware for recording the complete set of parameters is proposed, and simplified versions for particular problems are also given.